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FIG. 17.

should be taken
that the small
side hole is not
covered by the
tube. A glass
vessel must be
provided of the
size of the ves-
sel D contain-
ing water in
which is dis-
solved suffi-
cient carbonate
of soda to make
it definitely al-
kaline. The ca-
lorimeter after
use is to be
lifted out of its
vessel D and
placed in the
alkaline solu-
tion and there
left until it is
again required
for usa The
liquid should
not* wfeen the

deliver into the sink,
A suitable change-
over funnel is shown
in Pig. 18. A piece
of indiarubber tube
reaching nearly to the
base should be at-
tached to the waste
waterpipe so as to
avoid splashing, and
another piece may
conveniently be
slipped on to the
condensed water out-
let so as to lead the
condensed water into
a flask, but care
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